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For Continuous Feeding with Pump Using the CORFLO Anti-IV Feeding Tube and Extension Set For Continuous Feeding with Pump Using the CORFLO Anti-IV Feeding Tube and Extension Set 

For Gravity Feeding Using the CORFLO Anti-IV Enteral Feeding TubeFor Gravity Feeding Using the CORFLO Anti-IV Enteral Feeding Tube

Instructions for the CORFLO   Anti-IV Enteral Feeding System

For Gravity Feeding using 
the CORFLO Anti-IV Enteral 
Feeding Tube and Short 
(15” length) Extension Set, 
follow the instructions above 
for Continuous Feeding. 
Simply hang the syringe 
rather than putting it in a 
syringe pump.

For Gravity Feeding using 
the CORFLO Anti-IV Enteral 
Feeding Tube and Short 
(15” length) Extension Set, 
follow the instructions above 
for Continuous Feeding. 
Simply hang the syringe 
rather than putting it in a 
syringe pump.

Instructions for the CORFLO® Anti-IV Enteral Feeding System.

For Continuous Feeding with Pump Using CORFLO Anti-IV Feeding Tube and Extension Set (30” or 60” lengths)

1. Intubate patient with feeding tube per facility protocol (refer to instruction sheet inside feeding tube package).  (GRAPHIC-SHOW BABY WITH ANTI-IV FEEDING TUBE)
2. Draw up desired volume of  formula/milk into ORAL syringe and place syringe in pump.  (GRAPHIC-SHOW ORAL SYRINGE WITH FORMULA SITTING IN IV SYRINGE PUMP)
3. Connect either end of  CORFLO Anti-IV Extension Set to proximal ORANGE MALE Feeding Port of  feeding tube. (GRAPHIC-SHOW EXTENSION SET CONNECTED TO FEEDING TUBE)
4. Cap/close side access port on proximal end of  feeding tube with attached cap. (GRAPHIC (SHOW ACCESS PORT WITH CAP IN CLOSED POSTION)
5. Connect other orange connector of  Extension Set to ORAL SYRINGE. (GRAPHIC-SHOW EXTENSION SET CONNECTED TO ORAL SYRINGE)
6. Program desired rate for continuous feeding following pump manufacturer’s instructions and facility protocol. (GRAPHIC-SHOW BABY, EXTENSION SET AND TUBING ALL CONNECTED)
7. Follow facility protocol for priming tubing and flushing if  desired.
8. VIASYS MedSystems recommends that the feeding tube should be considered for changing after 30 days.  The Extension Set is recommended to be changed every 24 hours.  Follow facility protocol for frequency 
of  change times.

For Gravity Feeding Using the CORFLO Anti-IV Enteral Feeding Tube and Short (15” length) Extension Set follow the instructions above and simply hang the syringe rather than putting it in a syringe pump.

For Gravity Feeding Using just the CORFLO Anti-IV Enteral Feeding Tube

1. Intubate patient with feeding tube per facility protocol (refer to instruction sheet inside feeding tube package) (GRAPHIC-SHOW BABY WITH ANTI-IV FEEDING TUBE)
2. Cap/close proximal orange MALE feeding port on feeding tube with attached cap. (GRAPHIC (SHOW MAIN FEEDING PORT WITH CAP IN CLOSED POSTION)
3. Draw up desired volume of  formula/milk or medication into ORAL SYRINGE and connect directly to the Y-access port on the proximal end of  the feeding tube. (GRAPHIC-SHOW ORAL SYRINGE WITH 
FORMULA CONNECTED TO SIDE ACCESS PORT OF FEEDING TUBE)
4. Hang or hold syringe for gravity feeding per facility protocol. (GRAPHIC-SHOW BABY, FEEDING TUBE AND SYRINGE HANGING FOR GRAVITY FEEDING)
5. Follow facility flushing protocol.
6. VIASYS MedSystems recommends that the feeding tube should be considered for changing after 30 days or per facility protocol. 

Place feeding 
tube per facility 
protocol (refer to 
instruction sheet 
inside feeding 
tube package). 

Draw up desired volume of    
formula/milk into ORAL syringe.
Attach either orange connector of 
extension set to ORAL SYRINGE. 
Prime extension tubing if desired 
and place syringe in pump. 

a) 
      
b)      
      
c)   

Attach other orange 
connector from 
extension set to 
ORANGE MALE 
feeding port of 
feeding tube. 

Connect
other orange
connector of 
Extension
Set to ORAL 
SYRINGE.

Program syringe 
pump following 
manufacturer’s 
instructions and 
facility protocol. 

VIASYS MedSystems recommends 
that the feeding tube be considered 
for changing after 30 days. Follow 
facility protocol for flushing, and 
frequency of change times for the 
feeding tube and the extension set.

Follow facility protocol to discard used 
feeding tubes and extension sets.
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VIASYS MedSystems recommends that the feeding 
tube be considered for changing after 30 days. Follow 
facility protocol for flushing, and frequency of change 
times for the feeding tube and the extension set.

Follow facility protocol to discard used feeding tubes 
and extension sets.
 

Be sure to close 
proximal orange 
MALE feeding 
port on feeding 
tube with attached 
cap while minimiz-
ing touch contami-
nation. 

2.
Be sure to close 
proximal orange 
MALE feeding port 
on feeding tube with 
attached cap while 
minimizing touch 
contamination. 

Draw up desired 
volume of formula/milk 
into ORAL SYRINGE 
and connect directly 
to the side access port 
of the feeding tube.

Hang or hold 
syringe for gravity 
feeding per 
facility protocol. 

Follow facility 
flushing protocol.

VIASYS MedSystems 
recommends that 
the feeding tube be 
considered for changing 
after 30 days or per 
facility protocol.

Follow facility protocol 
to discard used feeding 
tubes and extension sets. 
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For Oral Syringes: Contact Baxa Corporation
www.baxa.com  •  800-567-BAXA (2292)
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Instructions for the CORFLO   

Anti-IV Enteral Feeding System
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1.
Place feeding tube per 
facility protocol (refer to 
instruction sheet inside 
feeding tube package). 

PUMP

1.
Place feeding tube 
per facility protocol 
(refer to instruction 
sheet inside feeding 
tube package). 

1.
Place feeding tube 
per facility protocol 
(refer to instruction 
sheet inside feeding 
tube package). 

For Gravity Feeding Using only 
the CORFLO Anti-IV Enteral 
Feeding Tube

For Gravity Feeding Using only 
the CORFLO Anti-IV Enteral 
Feeding Tube
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Be sure to close 
side access port on 
feeding tube with 
attached cap while 
minimizing touch 
contamination. 
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